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 Warranty 
 
J-KEM Scientific, Inc. warrants this unit to be free of defects in materials and workmanship and to give 
satisfactory service for a period of 12 months from date of purchase.  If the unit should malfunction, it must be 
returned to the factory for evaluation.   If the unit is found to be defective upon examination by J-KEM, it will 
be repaired or replaced at no charge.  However, this WARRANTY is VOID if the unit shows evidence of 
having been tampered with or shows evidence of being damaged as a result of excessive current, heat, moisture, 
vibration, corrosive materials, or misuse.  This WARRANTY is VOID if devices other than those specified in 
Section 3.2 are powered by the controller.  Components which wear or are damaged by misuse are not 
warranted.   This includes contact points, fuses and solid state relays. 
 
THERE ARE NO WARRANTIES EXCEPT AS STATED HEREIN.  THERE ARE NO OTHER 
WARRANTIES, EXPRESSED OR IMPLIED, INCLUDING BUT NOT LIMITED TO THE IMPLIED 
WARRANTIES OF MERCHANTABILITY AND OF FITNESS FOR A PARTICULAR PURPOSE.  IN NO 
EVENT SHALL J-KEM SCIENTIFIC, INC. BE LIABLE FOR CONSEQUENTIAL, INCIDENTAL OR 
SPECIAL DAMAGES.  THE BUYER'S SOLE REMEDY FOR ANY BREACH OF THIS AGREEMENT BY 
J-KEM SCIENTIFIC, INC. OR ANY BREACH OF ANY WARRANTY BY J-KEM SCIENTIFIC, INC. 
SHALL NOT EXCEED THE PURCHASE PRICE PAID BY THE PURCHASER TO J-KEM SCIENTIFIC, 
INC. FOR THE UNIT OR UNITS OF EQUIPMENT DIRECTLY AFFECTED BY SUCH BREACH. 
 

 
 
 
 
 
 
Returns, requests for service and inquires should be directed to: 
 

J-KEM Scientific, Inc. 
6970 Olive Blvd. 
St. Louis, MO 63130 
(314) 863-5536 
FAX (314) 863-6070 
E-Mail:  jkem911@jkem.com 
Internet Catalog:  http://www.jkem.com 

 
 
 
 
 

 
You’ve purchased the most versatile controller available to the research community.   We’re confident it can 
regulate ANY heating/cooling situation you’ll ever encounter.   If the information in this User’s Manual isn’t 
adequate to make your application work, call our engineering department for assistance. 
 

 
 

– With J-KEM’s patented Microtune circuitry – 
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Section 1:      Quick Operating Instructions 
 
The three steps below are the basics of using your temperature controller.  The User’s Manual is a reference that 
explains the controller more fully as well as some of its more sophisticated features.  It’s recommended that new 
users unfamiliar with process controllers read the entire manual carefully.  The controller is preprogrammed 
for use with heating mantles fitted to round bottomed flasks running “typical” organic reactions (i.e., non-
polymeric reactions in solvents such as THF, toluene, DMF, etc.).  If the controller is used with this type of 
reaction, the 3 steps below will help you get started. 
To use heaters other than heating mantles: See Section 2. 
Do not use the controller to heat oil baths: See Section 3.2. 
For polymer synthesis, atypical, expensive, or safety critical reactions: See Appendix I 
 

 

1 Enter the Over 
Temperature Limit. 
This meter, labeled “Limit Controller”, 
is the back-up meter for the setpoint 
controller.  Set this meter about 5o C 
higher than the temperature entered 
into the Setpoint Controller in Step 5 If 
the reaction reaches this temperature 
limit for any reason, heating is 
automatically stopped until being 
manually reset.  See Section 3.3. 

*

8 0. 0

Limit
Controller

 

To enter a temperature into either 
of the digital meters, hold the * 
button and simultaneously press 
the ▲ key to increase or the ▼key 
to decrease the setpoint.  The 
setpoint can be seen at anytime by 
holding in the * button.  The 
setpoint appears as a blinking 
number in the display. 

 
 

2 Press the Reset Button.  The reset button resets the over temperature circuit and prepares the controller 
for use.  The probe temperature must be below the temperature of the limit controller or the circuit will not reset. 

 

 

3 Place the thermocouple in the solution being heated.  Place at least the first 1/4” of the 
thermocouple directly in the solution being heated.  Thermocouples can be bent without harming them.  If you’re 
heating a corrosive liquid, use Teflon coated thermocouples.  If you are heating a sealed reaction, see Section 4.2. 

 

 

4 Set the power level switch to the 
volume of solution being heated  
(not the size of the flask being used).  The 
power level switch can be thought of as a 
solid state variac.  Volume ranges are printed 
above this switch as a guide to select the 
correct power level since it’s easier to guess 
the volume being heated than the appropriate 
“percent power” to apply to a heater.  ‘Heat 
Off’ turns off the heater so the controller 
displays temperature only.  All new users 
should read Section 3.5. 

1-10 ml
10-100 ml 50-500 ml

300 ml-2 L
> 2 L

Output
Power Level

Heat
Off

 
 
 A power is equivalent to 
 setting of.....      a variac setting of:   
 

 1-10 ml 3% 
 10-100 ml 10% 
 50-500 ml 25% 
 300 ml - 2 L 50% 
 > 2 L 100% 

TIP: Because the power switch 
acts like a variac, if the reaction 
is heating too slowly or you need 
more power (e.g., heating to high 
temperatures), give the heater 
more power by turning the 
power level up one setting.  If 
the reaction needs less power 
than normal (e.g., heating to low 
temperatures (<60o C) or the 
temperature overshoots the set 
point excessively, turn the power 
down one setting.  DO NOT set 
the power switch on a setting too 
high initially to heat the reaction 
quickly and then lower it to the 
correct setting, this degrades 
heating performance. 

 

 

5 Enter the setpoint (i.e., the desired reaction temperature) into the setpoint controller by holding in the * 
button and simultaneously pressing the ▲ key to increase or the ▼key to decrease the setpoint.  The setpoint can be 
seen at anytime by holding in the * button, the setpoint appears as a blinking number in the display. 
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Section 2: Adjusting The Controller For 
  Stable Control With Different Heaters 
 
[NOTE: The discussion is Section 2 only applies to the Setpoint Controller (i.e., the meter on the far left).  The 
setpoint controller regulates heating of the reaction.  The Limit Controller (the meter on the right) only acts in the 
event of an over-temperature condition but will have no effect on temperature regulation of the reaction.  Only the 
setpoint controller should be tuned as described below. 
 
2.1 What is Tuning. The controller's most powerful feature is its ability to regulate virtually any 

heater with stable temperature control.  For stable control the controller requires two things; (1) the 
controller must be set to the correct power level (see Section 3.7) and, (2) that it must be tuned to the 
heater being used.  Tuning is the process that matches the control characteristics of the controller to the 
heating characteristics of the heater.  The controller is said to be tuned to the heater when its memory is 
programmed with values telling it how fast the heater warms up, cools off, and how efficiently it transfers 
heat.  For example, consider the difference between a heat lamp and a hot plate.  When electricity is 
applied to a heat lamp it begins to heat instantaneously, and when it's tuned off it stops heating 
instantaneously.  In contrast, a hot plate may take several minutes to begin heating after electricity is 
applied and even longer to stop heating after electricity is turned off.  Your controller can regulate both a 
heat lamp and a hot plate to 0.1o C.  But, to do this it must be programmed with the time constants 
describing how fast the heater heats when electricity is turned on and how fast it begins to cool when it's 
turned off.  These time constants are called the tuning parameters. 

  Every type of heater has its own unique set of tuning parameters.  For the controller to heat with 
stability, it must have programmed with the tuning parameters for the heater currently being used.  Prior 
to shipment, tuning parameters were programmed into the controller that maximize heating performance 
for laboratory heating mantles since these are the most common heaters used in research.  Tuning is 
regulated by 5 of the temperature meter’s user programmable functions.  The correct value for these 5 
functions can be calculated and loaded by the user manually, or the controller can do it automatically with 
its autotune feature. 

When Should the Controller be Tuned?     If the controller is tuned to one type of heater, heating mantles 
for example, any size-heating mantle can be used without the need to retune.  When changing from 
heating mantles to a different type of heater, an oven for example, the controller should be tuned with 
values describing the oven’s heating characteristics.  The effect of tuning is seen below.  When the 
controller is tuned for heating mantles, using it with any size-heating mantle yields stable temperature 
control (Plot 1), but poor control results when the same tuning parameters are used with an oven (Plot 2, 
Curve 1).  However, after tuning the controller to the oven, stable temperature control results (Plot 2, 
Curve 2). 
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 It’s important to understand that this controller isn’t a simple ON/OFF type controller (i.e. ON when 
below the set point, OFF when above [though it can be made to work this way, see Section 3.13]).  Rather 
it’s a predictive controller.  Based on the shape (slope) of the heating curve, the controller predicts 
(calculates) the percent of power to apply to the heater now to control the shape of the heating curve 
minutes in advance.  The importance of the tuning parameters is that they are constants in the equation the 
temperature meter uses to perform its predictive calculations.  If the temperature meter is programmed 
with tuning parameters that incorrectly describe the heater being used, poor temperature control will 
result.  But, when the correct values are loaded, temperature regulation of ± 0.1o is typically achieved. 
 
Manual Tuning.     Manual tuning is when the values of the 5 tuning parameters are determined 

manually then entered into the temperature meter via the push buttons on the front of the controller.  
Experienced users might prefer to manually tune the controller since this allows customization of the 
heating process. 

 
Autotune.     Autotune is a feature built into the temperature meter that automatically calculates the 

tuning parameters (i.e. delay times, heating efficiency, etc.) for any type of heater.  After the autotune 
procedure is complete and the tuning parameters are determined, the controller loads them into its 
memory for current and future use.  Heating mantles are a special case and are covered in a separate 
paragraph (Section 2.3). 

 
2.2 Autotuning Procedure. 

 This procedure is not recommended for heating mantles (see Section 2.3).  Only the setpoint 
controller (the meter on the far left) should be autotuned, never tune the Limit Controller. 

 
1. Set the equipment up in the exact configuration it will be used.  For example, to tune a vacuum 

oven, place the thermocouple in the room temperature oven then plug the oven into the 
controller.  If the oven has its own thermostat or power control, turn both as high as they’ll go. 

 

2. Set the controller to the appropriate power level (see Section 3.7).  Turn the controller and 
heater on, and enter the desired set point temperature.  If the set point isn’t at least 30o C above 
ambient, skip this procedure and go to the next procedure, “Autotuning the Controller for Very 
Fine Control” 

 

3. Enter a temperature into the limit controller about 25o C higher than the set point entered 
into the setpoint controller. 

 

4. Press and hold in both the ▲ and ▼ buttons (for 3 seconds) on the front of the setpoint 
controller until the word “tunE” appears in the display then release both buttons. 

 

5. Press the ▲ button (5 times) until “CyC.t” appears in the display (if you go past this setting, 
press the ▼ button until you get back to it). 

 

6. First, hold in the ‘*’ button, while holding in the ‘*’ button press the ▼ button.  Continue to 
hold both buttons in until the display reads “A --”, or “A ##” where “##” is some number.   

 

7. Release the ‘*’ button and press the ▼ button until “tunE” once again appears in the display. 
 

8. Press and hold the ‘*’ button and “tunE” will change to “off” indicating that autotune is off. 
 

9. While holding in the ‘*’ button, press the ▲ button to change the display to “on”, then release 
both buttons. 

 

10. Press and hold both the ▲ and ▼ buttons (for 3 seconds) until the temperature appears in the 
display.  The controller is now in its autotune mode.  While in autotune the display alternates 
between “tunE” (for autotune) and the process temperature.  When the autotune sequence is 
done (this may take in excess of an hour) the controller stops displaying “tunE” and only 
displays the process temperature.  [To abort autotune manually, repeat steps 4, 9 and 10 except 
in step 9, press the ▼ button until “off” is displayed]. 
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The autotune sequence. 
During autotune the controller heats 
to 75% of the set point temperature, 
where it oscillates for several cycles 
before loading the new tuning 
parameters.  After the tuning 
parameters are loaded it heats to the 
set point temperature.  Tuning below 
the set point prevents any damage 
that might occur from overheating. 

 
Autotuning the Controller for Very Fine Control. 

This procedure is not recommended for heating mantles (see Section 2.3). 
 
 In the majority of cases, the procedure above results in stable temperature control with any heater.  A 

second version of the autotune routine is available and can be used when the heater is already at or 
close to the set point, is being tuned at a temperature close to room temperature, or for very fine 
control in demanding situations.  If stable temperature control doesn’t result after performing the first 
autotune routine, the procedure below should be performed.  Before performing the ‘fine tune’ 
autotune procedure, the ‘regular’ autotune procedure that precedes this should normally be 
performed. 

 
1. Set the equipment up in the exact configuration it will be used.  If the heater has its own 

thermostat or power controls, turn both as high as they’ll go.  With this procedure it’s not 
necessary for the equipment to start at room temperature.  This procedure can be performed at 
any time and any temperature.  Only tune the setpoint controller (i.e., the meter on the left), 
never tune the limit controller. 

 

2. Set the setpoint controller to the appropriate power level (see Section 3.7).  Turn the controller 
and heater on, and enter the desired set point temperature. 

 

3. Enter a temperature in the limit controller about 25o C higher than the set point entered into 
the setpoint controller. 

 

4. Press and hold in both the ▲ and ▼ buttons (for 3 seconds) on the front of the setpoint 
controller until the word “tunE” appears in the display then release both buttons. 

 

5. Press the ▲ button (5 times) until “CyC.t” appears in the display (if you go past this setting, 
press the ▼ button until you get back to it). 

 

6. First hold in the ‘*’ button, while holding in the ‘*’ button press the button.  Continue to hold 
both buttons in until the display reads “A --”, or “A ##” where “##” is some number. 

7. Release the ‘*’ button and press the ▼ button until “tunE” once again appears in the display. 
 

8. Press and hold the ‘*’ button and “tunE” will change to “off” to indicate that autotune is 
currently off. 

 

9. While holding in the ‘*’ button, press the ▲ button to change the display to “At.SP”, then 
release both buttons. 

 

10. Press and hold both the ▲ and ▼ buttons (≈ 3 seconds) until the temperature appears in the 
display.  The controller is now in its autotune mode.  While in autotune the display alternates 
between “tunE” (for autotune) and the process temperature.  When the autotune sequence is 
done (this may take in excess of an hour) the controller stops displaying “tunE” and only 
displays the process temperature.  [To abort autotune manually, repeat steps 4, 9 and 10 except 
in step 9 press the ▼ button until “off” is displayed]. 
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Autotune Errors.     The autotune routine can fail for several reasons.  If it fails, the controller displays 
the error message “tunE” “FAiL”.  To remove this message, turn the controller off for 10 seconds.   
Try the procedure titled “Autotuning the Controller for Very Fine Control” above.  If autotune fails 
again, call and discuss your application with one of our engineers.  A common problem when tuning 
at high temperatures or with large volumes is for the heater to be underpowered.  A more powerful 
heater may be needed (contact J-KEM for assistance). 

 
 
 

2.3 Tuning for Heating Mantles: A Special Case.     This section gives special consideration to heating 
mantles, since they’re the most commonly used heaters in research.  Every heating mantle size has its own 
optimum set of tuning parameters and if you wanted, the controller could be tuned (or autotuned) every 
time a different size was used.  However, this is cumbersome and is also unnecessary.   Factory tests show 
that there’s one set of tuning parameters that delivers good performance for all heating mantle sizes.  
These tuning parameters were loaded into the controller at the factory prior to your receiving it.  If you’re 
using a heating mantle and none of the parameters have been changed or the controller hasn’t been 
autotuned since you’ve received it, you’re ready to go.  If the tuning parameters have been changed or the 
controller has been autotuned and you want to go back to using heating mantles, J-KEM recommends that 
the tuning parameters for heating mantles be loaded manually (i.e., don’t autotune to the heating mantle) 
by following the step-by-step instructions given in Procedure 1 of Section 3.10. 
 

 
 
2.4 Sensor Placement.     Placement of the sensor is basically common sense.  The sensor should be 

positioned to sense the average temperature of the medium being heated.  That means the thermocouple 
should be shielded from direct exposure to the heater but not so distant that increase in temperature isn’t 
sensed by the controller within a reasonable period of time.  Several examples follow that show the type 
of consideration that should be given to sensor placement. 

 
 

Use With:  
 
Solutions 

Place the sensor in the solution.  Stir vigorously so that heat is homogeneously mixed 
throughout the solution. 

 
HPLC column heated 
with a heating tape 

Tape a thin wire thermocouple directly to the HPLC column.  Place several layers of 
paper over the thermocouple to insulate it from the heating tape (the thermocouple 
should sense the column temperature, not the heater temperature).  Wrap the HPLC 
column completely with heating tape. 

 
Oven 

The thermocouple needs to be shielded from transient hot and cold air currents.  Don’t 
place the thermocouple near the heating coil or an air vent.  A small thermocouple 
(1/16” or 1/8” thermocouple) that responds rapidly to changes in air temperature is 
better than a larger one. 
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Section 3: Operations Guide 
 
 

3.1 Front Panel Description. 
 

Setpoint
Controller

Limit
Controller1

2 3 4 5

6

7

8

91011

12

14 1315

 
 

Figure 1 
 

1. Temperature Display.   Shows temperature of the process as the default display.  Shows set point 
temperature (i.e. desired temperature) when ‘*’ button is pressed. 

 

2. Control Key.  When pressed, the display shows the set point temperature.  To decrease or increase 
the set point, press the ‘▼’ key (3) or ‘▲’ key (4), while simultaneously depressing the control key.  
The set point appears as a blinking number in the display. 

 

3. Lowers set point when ‘*’ button (2) is simultaneously pressed. 
 

4. Raises set point when ‘*’ button (2) is simultaneously pressed. 
 

5. Limit Controller.  This controller sets the temperature that causes the over temperature circuit to 
activate disconnecting power from outlets 8 (see Section 3.3). 

 

6. Indicates an over temperature condition and heating has stopped when lit.  See Section 3.3. 
 

7. Temperature Sensor Input.  Use the same type of sensor probe as the sensor plug installed on the 
controller (see Section 3.6).  The correct sensor type has the same color plug as the receptacle (7) 
on the front of the controller.  To operate properly, the receptacle on the left (connected to the 
process controller on the left) and the one on the right (connected to the limit controller) must each 
have a thermocouple attached. 

 

8. Power Outlets.  For Models HCC-130 plug only 120 VAC devices into these outlets.   For Models 
HCC-215 and HCC-230, plug only 240 VAC devices into these outlets.  See Section 3.2. 

 

9. Over Temperature Reset Switch.  Press switch to reset the over temperature circuit.  The 
temperature on the limit controller (5) must be above ambient to reset this circuit. 
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10. Controller On/Off switch.  For maximum accuracy of the displayed temperature, turn the controller 
on 10 minutes prior to use.  WARNING:  Due to the nature of solid-state relays, a small amount of 
output voltage is present on the outlets even when the controller is not heating.   Take appropriate 
precautions to avoid electrical shock. 

 

11. Power Reduction Circuit.  Limits the maximum power delivered to the heater.  See Sections 3.7 and 
4.1. 

 

12. Increases or decreases the time remaining in the timer when pressed. 
 

13. This switch, in conjunction with the timer, determines when power is present at the heating outlets.  
See Section 3.5.  The label ‘When time = 0 turn outlet:’ has reference to the time remaining in the 
display 15. 

 

14. Indicates whether the timer section has turned power ON or OFF at the heating outlets.  This LED 
is lit when the timer will allow power to be present at the heating outlets and off when the timer has 
turned the heating outlets off. 

 

15. Displays the time remaining in the timer in the format of ‘Hr:Min’. 
 
 
 

3.2 Heater Restrictions.     The controller the current and voltage listed in the table below into resistive loads 
(heating mantles, hot plates, ovens, etc.).  Use only resistive loads that are safely operated at the listed 
voltage and require less than the listed current or damage to the controller and a safety hazard may 
result. 
 

Model Number Output Voltage Maximum Output Current 
HCC-130 120 VAC 30 Amps 
HCC-215 220-240 VAC 15 Amps 
HCC-230 220-240 VAC 30 Amps 

 
• Do not plug low voltage oil baths into your controller.  Many oil baths are not 120 or 

240VAC devices and become a fire hazard unless properly connected to the controller.    
 
• Devices other than resistive loads can be used with your controller but certain restrictions apply. 

 

Device Type Restrictions Comments 
 
Incandescent lamps 
Infrared heaters 

 
≤ 3000 watts 

 
Set the power reduction circuit 
to the > 2 L position. 

Inductive loads: 
 * solenoids 
 * transformers 
 * motors 

≤ 10 amps 
≤ 1 horsepower 

The controller must be 
programmed for this use.  
Request application note AN5.

 


